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NSK handpieces and the human hand 
Powerful Partners® 





In quantifying handpiece performance the most commonly quoted criteria are speed 
and torque characteristics. NSK recognises that the precision application of NSK 
handpiece power is especially critical. All handpieces therefore must rest comfortably 
in any human hand to allow the minute and precise hand movements required to 
perform delicate precise clinical applications. Tactile sense is a most important 
requirement. 


The design concept for all NSK handpieces especially takes into account the varying 
strengths, sizes and movement capabilities of human hands. NSK delivers powerful 
handpiece performance, the human hand delivers the precision application. 


NSK handpieces and the human hand - Powerful Partners. 


CONTENTS 


Specialized in super high-speed rotary cutting 
technology, NSK delivers a variety of high quality 
and extremely cost efficient products to the 
dentistry and industry. Based on a concept of 
“Develop a product that exceeds users’ real 
needs”, NSK focuses on satisfying diverse 
customers’ requirements through timely product 
development backed up with unparalleled 
production engineering and innovative technology. 


In this summary of the 2010 product catalogue. 
you will find the variety of products which perfectly 
suit your exact needs. For more information, 
please visit our web site www.nsk-inc.com or 
contact our distributor in your region. 
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Couplings 

Ti-Max X turbines 
S-Max M turbines 
Pana-Max PLUS 
PANA-MAX / PANA AIR = 
Upgrading Solutions 
1.PHATELUS LIGHT PACK 
2.LED Couplings 

3.NLX nano 

Ti-Max X contra-angles 
S-Max M contra-angles 
EX Series 

NLX nano / NLX plus 
NL400 / EL400 

M40B / M40 

Air motors 

Varios Series 

Ti-Max $950 / AS2000 
Prophy-Mate neo 
ENDO-MATE TC2 
ENDO-MATE DT / iPex 
VarioSurg 

Surgic XT Plus 

Implant handpieces 
Micro Surgery handpieces 
Micro Saw handpieces 
ULTIMATE XL Series 
Volvere Vmax / MIO 
PRESTO Series 

Care 3 Plus 

PANA SPRAY Plus 
PANA SPRAY Plus Nozzles 
Multi Gauge / Single Gauge 
Company Profile 
Maintenance 


All you need is a NSK LED Coupling 


Advantages of using LED 


Clarity : LEDs generate natural daylight quality 
light which assures clearer vision when 
compared to halogen light. 

Durability : LED light sources are longer lasting 
and more durable than halogen bulbs. 





UPGRADE all your own optic handpieces from conventional halogen light 
to the latest technology LED simply by CHANGING a coupling! 


Colour temperature and Brightness of NSK 


Бы Ао Ее Гу а 1, E D BS 


LED 
Tae qm y "e бе TT арла] gre 
pi efi ЛЕШЕ. pa Fk sep veils > РЕ а а раз ЧО Дера Газ ДА 


1,800K 4,000K 5,500K 8.000K 12.000K 16.000K 


Red-orange 
(3.000K) 


Ordinary Halogen 
25.000 !x 


Figures by NSK Laveratory «wth NSK air turbines 


Wider illumination area 





NSK LEC 








Natural daylight 
(6.500к 


NSK LED 
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Er: uring a stable supply of LED light 
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LED Couplings ее 





Optic моє. PTL-CL-LED оя сє P1001600 


LUX Coup! 
‘coupling e For МК 


Optic ove. PTL-CL-LED Il] оғо соо P1001601 
* For NSK witn water volume adjuster 


e 


LUX Coupling 


LED 
Optic мов KCL-LED опок cope P1005600 
e For KaVvo® MULTIiex® LUX with water volume adiuster 


© 


LUX Coupling 


(LED 
Optic моє SCL-LED оо cove P1009600 
* For Sirona Quick Coupling with water volume adjuster 


e 


LUX Coupling 


e Stainless Steel Body ® Non-Retraction Valve 


Optic мора. PTL-CL-4HV orco P401051 


LUX Coupling * Light bulb included in coupling 


Optic моа. PTL-CL-IIl عمدت‎ cone P425051 


* Light bulb included in coupling 
* With water volume adjuster 


Ф 


LUX Coupling 


© 


Midwest 4 hole 


Non-Optic мов FM-CL-M4 оросо P434051 





Non-Optic моон FM-CL-B2/B3 оопсоє P432051 
Borden 2 / 3 hole 





Ti-Max 





eXtreme Premium Series 


Premium Benefits 


Ti-Max X represents the highest levels of excellence 


in micro technology available to clinicians today. 













Shaft Bearings 
| In the NSK ISB, the shaft itself forms the 

= inner race. Unification of 
٠ the shaft and the inner 
‚ гасе provide higher 
rigidity which it reduces 
vibration and guarantees 
more accurate and 
consistent cutting. 


| Clean Head System 


The patented NSK Clean Head System is 
| a special mechanism designed to 
automatically prevent the entry of oral 

| fluids and other contaminants into the 
handpiece head prolonging the life of the 
bearings. 


| Solid Titanium Body 


Titanium is 3096 lighter than stainless steel, more durable and corrosion resistant. The reduced weight and well 
. balanced shape give an unmatched tactile sense. 


١ NSK DURACOAT 


is comfortable to hold. 









NSK Dual Air Jet 
The NSK Dual Air Jet turbine generates 


| up to an unrivalled 22W of power. Two 


narrow air jets propel the turbine blades 


| which catch the air stream more 


effectively giving more rotating 
momentum. 


| Quattro Water Spray & 
١ Cellular Glass Optics 


| The NSK Quattro Water Spray effectively 


cools the entire operating field whilst the 
cellular glass optic rod delivers light 
exactly where it is needed. 


DURACOAT, NSK's latest surface enhancement technology, takes advantage of the non allergic and biocompatible 
properties of titanium to further improve durability. DURACOAT creates a smooth, scratch resistant surface which 


Optic / Non-Optic 

® Titanium Body with Scratch Resistant DURACOAT 

e ISB Turbine ¢ Cellular Glass Optics ® Ceramic Bearings 

* Clean Head System * Push Button Chuck ® Quattro Spray 
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Torque Head 


Siona® : — WaH® : Bien-Air® 


Miniature ead! 
с К 


396 90C-45,000 mirr 1 





Torque Hees! z 
modum] ORDER CODE : P497 : — P863 : P859  : P842 P848 P845 
9 Miniature Head : Use short shank burs only 


Replacement Cartridges 
mover TiX-MUOS oron cove Y900200 


* Cartridge for Miniature nead 


moe. TiX-SUOS оғоға ممص‎ 1 move. TiIX-TUOS — ones يمه‎ 2 


* Cartridge for Standara head 


e Сайпсуе ^о“ Terug head 


* Cartridges can be replaced only by authorized NSK dealers. 


Washable in the EX Autoclavable 
thermodiaintectar up to 135°C 
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S-Max 


co/Mfortable Performance Series 


Slim Ergonomic Design and Unrivalled 
Cutting Performance 


ADA 


avi ح-‎ 7 ٠ 





S-Max M series air turbines feature unrivalled cutting 
performance, a slim body with an ergonomic design 
and excellent visibility. It has been developed to fulfill 
dentists need in {Рег practice. 

NSK 'ISB' (Integrated Shaft Bearings) reduce vibration 
ага guarantee more accurate and consistent cutting. 
For easy maintenance of S-Max M air turbines, 
cartridges can be replaced easily in your practice 
helping you to reduce cost and down-time. S-Max M 
series has been desigred withou: compromise to pay 
attention to every detail. 





Optic / Non-Optic 
Stainless Steel Body * ISB Turbine * Cellular Glass Optics ® Ceramic Bearings 
* Clean Head System * Push Button Chuck * Quattro Spray 
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Replacement Cartridges 
move. SX-MUOS orner coor P1001200 ove, SX-SUOS oroen cove P1002200 
e Cartridge for Miniature heac © Cartridge ‘or Stancarc head 


[Эл П aa » М a X PLUS e Stainless Steel Body ® Ceramic Bearings * ISB Turbine 
e Clean Head System * Push Button Chuck * Quattro Spray 


Extremely Slim and Light Weight - 
Premium Economy Line 


The Pana-Max PLUS series of high speed handpieces 
has been developed to meet expectations in modem 
dental surgeries. Precision engineered to offer the 
power and reliability required to perform clinical 
operations. The new Pana-Max PLUS turbine 
cartridge delivers increased smoothness, while the bur 
retention system has been engineered to securely 
retain the bur under increased torque loads. 

The stainless steel body is comfortable in hand 

and is angulated at the optimum degree for 

excellent visibility of the operating site, 
without compromise. 
























` Cartridge Replacement 


١ Cartridges are easily replaced in your practice 
helping you to control cost and down-time. 
The replacement cartridge incorporates the 
spray holes to guarantee cartridge and water 
spray always work well together. 


Quattro Water Spray 


The NSK Quattro Water Spray effectively 
cools the entire surface of the bur with a 
highly cooling effect, leaving no areas 
untreated, 





move. PAP-MU M4 отсо P1021 Q9 
моо! PAP-MU B2 ons cone P1023 © 


| Miniature Head : * Midwos: 4 hole / e Borden 2 hole 
* Speca: 386.000-455,000 mr? 


моо. PAP-SU М4 onem coc P1022 (CO 
моо. PAP-SU B2 — oes coc P1024 ©) 


Standard Head : e Midwest 4 hc Borden 2 Fc c 


ato 0o) mm! 








Replacement Cartridges 


2 move. SX-MUO3 oRDER cove P1001 200 Ф mone. 5Х-5003 oroen cove P1002200 


e Carlriage “or М niare head e Cargo to Sardar head 


PANA-MAX 


= 
n | Я СЕ: 
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Replacement Cartridges 


move. PAX-SU03 
* Cartrdge lor standard neac 


e Ceramic Bearings * Clean Head System 
* Push Button Chuck * Single Spray 


mone. PAX-SU М4 cros cco P560 
mone. PAX-SU B2 оок соо P562 
ШС Standard Нева : • Midwes: 4 hole / ٠ Borgen 2 hoe 





p © Speed: 380.000-£80.000 min 





мо. PAX-TU МА omercove 1 
моон. PAX-TU B2 консо 3 


p» Torque Head : e Vidwest 4 hole / ٠ Borden 2 hole 
n e Ѕсеес 320,000-380,000 mn! 





орен coce Y900772 يل‎ oon PAX-TU03 orn cove Y900773 


* Cartricae for tcraue head 


РАМА AIR È s 


Replacement Cartridges 


move. NPA-MUQ3 omer cove T004 
• Car-dge for Min ature “sad 


N 


\\ 


m: M 


a move. PA-M M4 оғоғясооє T104 © 
= wove. PA-M B2 = croercone 1102 (© 


Minlature Head : e Midwest 4 hole / ® Borsen 2 hce 


٠ Soeed: 380,C09-530,000 nis” 
S 
WI 
e NS 


ge W 





«ope. PA-S М4 овсея cove 4 
Ler море PA-S B2 


Standard Head : • Midwes: 4 hole / • Borden 2 hce 
* Speed 380,000-580,000 тт! 


ORDER coo T112 


ORDER CODE T134 ©О 
овоа сох T132 


move. РА-Т М4 
море. PA-T B2 





Torque Head : e Midwes: 4 hole / ® Bcrden 2 hole 
* Speed: 320,000-380.000 min! 


N ^| mone. NPA-TUOGS een core ТОЗА 


e Cartridge “се Toole nead 


| 3 move, NPA-SU03 car coor T014 


e Car-dge for Standard ~sac 


т 


[Т Рапа-Мах PLUS апа PANA-MAX can E Autoclavable 
№] pe washed in the thermodisinfector. up ta 135°C 10 





NSK о EE 


Easy & Affordable Upgrading 1-2-3! 


UPGRADE all your conventional non-optic systems 
to HIGH CLASS OPTIC SYSTEMS simply by installing 
these NSK add-ons! 


“Handpieces and Couplings are optional 





1 Non-optic — Optic Turbine 


Just by installing PHATELUS LIGHT PACK, your dental unit can be upgraded to optic 


system. 
PHATELUS LIGHT PACK 
a E Phatelus Optic Upgrading Kit 





= ( go 
SS A. 


мос PTL Optic Pack (230V) omncs  Y103723 


Contents 

e PUL Corte: eile own cox U360011 
e Hose حبك | ضر‎ сама cont P421 

e Dp Adaptor caver. со 2 





Just by changing your coupling to new LED, all your own optic handpieces will 


illuminate LED! 
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moor. PTL-CL-LED ` овог tone P1001600 


* Foc NSK 
moder. KCL-LED onder сооғР1005600 


• For KaVo® MULTHiex® LUX with water volume adjuster 


AM ed 


move. SCL-LED onpen coos P1009600 


e For Sirena Quick Coupling with water volume-adjuster 





Just by installing NLX nano, your air motor unit can be upgraded to electric motor 


system for speed increaser contra-angle! 





NL X nano 


Electric Micromotor 
Upgrading System 


vor... NLX nano 5230 (230V) 
жузу 2 








Ti-Max 


eXtreme Premium Series 


Outstanding Benefits 











“Clean Head System 


The patented NSK Clean Head System is 
a special mechanism designed to 
automatically prevent the entry of oral 
fluids and other contaminants into the 
handpiece head prolonging the life of the 
bearings. 


| Quattro Water Spray & 
Cellular Glass Optics 


The NSK Quattro Water Spray effectively 
cools the entire operating field whilst the 
cellular glass optic rod delivers light 
exactly where it is needed. 

(Quattro Water Spray: X95L / X95) 





Quiet and No Vibration 


NSK ultra-precision micro machining technology know-how has been 
applied to design an internal gearing system that remarkably reduces 
noise and vibration to the lowest level resulting in improved cornfort for 
patients and clinicians. 











Ceramic Bearings 


Ceramic Bearings are 2596 harder than 
conventional steel bearings but are only 
half the weight. Because frictional wear 
between the ball bearings and the bearing 
retainer is significantly reduced the 
efficiency and durability is significantly 
increased. (X95L / X95 / XB5L / X85) 


| Solid Titanium Body 


| Titanium is 3096 lighter than stainless steel, 
more durable and corrosion resistant. The 
reduced weight and well balanced shape 
give an unmatched tactile sense. 


NSK DURACOAT 


DURACOAT, NSK's latest surface enhancement technology, takes 
advantage of the non allergic and biocompatible properties of titanium 
to further improve durability. DURACOAT creates a smooth, scratch 
resistant surface which is comfortable to hold. 


1 i-Max Optic / Non-Optic 
® Titanium Body with Scratch Resistant DURACOAT * Cellular Glass Optics 
* Clean Head System Push Button Chuck (X95L/X95, X25L/X25, X15L/X15) 










Optic моон ЖӨБ.  omacox C600 
Non-Optic «o». X95 ^ comcox C610 


1:5 Increasing * Quattrc Spray ® For FG burs {21.6} 
e Ceramic Bearings ® Мах. 200.000 min” 


Optic мо X25L  omxncoc 1 
Non-Optic woo. X25 oven cove C611 


1:1 Direct Drive * Singe Spray ® Sor CA burs 02.35; 
* Max. 40,CCO min” 


Optic move X15L ora coo C602 
Non-Optic мов X15 00068 مجم‎ 2 


4:1 Reduction * Single Spray ® For CA burs (2.35, 
* Мах. 10,000 min 


Straight Handpiece 







Optic mova X65L  cacencoor H273 

1:1 Direct Drive © Sirgle Spray ® For HP ours (@2.35} 

* For CA burs ї@2.35)* 

«Need lo insert tho supplied bur stcccer 
* Max 26,000 mir” 


Washable inthe — [135c| Autoctavabte 
A thermodisinfector M | up to 135°C 


15 








Optic move. X85L оғоєп cove C604 
Non-Optic soon X85 —onver cove C614 
1:5 Increasing • Single Spray * Miniature Head 


e For FG burs (21.6) ® Ceramic Bearings ® Max Speed: 200,000 min: ! 
„Рог Short Shank burs only 





F =A d 

| 5 | J 8 Head size comparison 

i — d کک م‎ XISL / X96 is the snailest 1:5 Speec riceasanig hoad to 
ever te preducod wth mulighe Quatro Water Soray ports. 
ХВ51. / ХВО is the sinalest speed incraasny Нева evor 
сесію]. Bote heads oher excellent vsbilty. 


X85L XOSL 





6 Optic move. X35L oroen cove C620 
k> Non-Optic моон X35 оғоғя cove C624 


10:1 Reduction ® Single Spray ® For Hard File & Engine File 
e 60° Twisl • Max Speed: 4.000 min’ 





Optic мора X70L оғоєпсосє C622 
| Non-Optic moos X70 —onver cove C626 


64:1 Reduction • Single Spray ® For Ni-Ti File 
• 360° Rotation • Max Speed: 300 min! 





1 Optic move. X75L م005‎ сос C623 
=” 
| Non-Optic моон X75 оғоєясооє C627 


128:1 Reduction • Single Spray • For Ni-Ti File 
* 360° Rolalon • Max Speed: ЗСО mir’! 


Optic / Non-Optic 
e Titanium Body with Scratch Resistant DURACOAT ٠» Cellular Glass Optics ® Clean Head System 
e Push Button Chuck (X85L/X85, X10L/X10, X20L/X20, X35L/X35, X70L/X70, X75L/X75) 





Optic move. X10L оғоєпсосе C603 
Non-Optic moo X10 oron cove C613 


16:1 Reduction • Sngle Spray ® For CA burs (22.35 
* Max Speed: 2,500 min” 





Optic move X20L 0008 cone 5 
Non-Optic моо X20 onen coo C615 


1:1 Direct Drive • Sing'e Spray • For FG burs (21.6) 
e Max Speed 40,000 min” 





Optic mover X55L — orven cove C608 
Non-Optic move. X55 X over cove C618 


4:1 Reduction * Single Spray • For Profin / EVA Tips 
* Vertical Reciprocating (Stroke Length 1 amm) 
• Lamineer Tips not incuded ® Max Speed: 10,000 mir" 


B 





Optic move X57L оғоєя соге C609 
Non-Optic wove X57 оғоєнсосє C619 


16:1 Reduction * For Screw-in Cups and Brushes 
• 360° Нотапог * w/o Spray ® Max Speed: 2,500 min’ ' 


E Please keep the rotation speed as your file manufactures designate. 


Washable Inthe [135] Auteclavable 
М thermogisinlector $15 [ upto 136°C 


Optic / Non-Optic 


© > М a X M e Stainless Steel Body * Cellular Glass Optics * Clean Head System 
e Push Button Chuck (M95L / M95, M25L / M25, M15L / M15) 


Optic move. M95L. oron coo C1023 
Non-Optic move. M95 оғоєя cove C1026 


1:5 Increasing • Quattro Spray э For FG ours ie أ‎ 
* Ceramic Bearings • Max Speed: 200,006 mn! 








Optic move. M25L ояоея cove C1024 
Non-Optic move. M25 ornen cove C1027 


1:1 Direct Drive • Single Spray ® For CA ours i22.35; 
٠ Мах. 49,000 mri 


Optic move, M15L. omen cove C1025 
Non-Optic moo M15 order cove C1028 


4:1 Reduction ٠ Single Say ® For OA burs (22.35) 
e Max. 10.000 mar! 


Straight Handpiece 


Non-Optic move. M65 — onver cove H1008 


1:1 Direct Drive * Згае Spray 


46 n 


e For AP burs {22 35) e For 
жао эз inen fic applica pur stopper 
e Мах. 20,066 me! 





EX Series Heads & Shanks External Water Spray Non-Optic 


Heads for General Application 


6 mone. FPB-Y олон со C875 
® For CA burs (22.35) * Clean Head System 
* Push Button Chuck • Ball Bearing 
* Max Speed: 40,000 mir: ! 


x море. NAC-Y onnencove C032002 
* For CA burs (22.35) e Latch type 
• Max Speed: 30,000 min`! 





моо BB-Y — onven cove 7 
• For CA burs (02.35) ® Latch type 


* Ball Bearing • Max Speed: 40,000 min"! 


P. у море. NBBW-Y оясея cooc C211 
P a= e For CA burs (22.35) ® Latch type 
i” ° Ball Bearing * With Water Nozzle 
Е • Max Speed: 40,000 min"! 
М? 


€ моо. ММ-М оғоєксооє C247 
<  * Miniature head * Latch type 

D * For CA burs (22.35) 

• Max Speed: 30.000 min! 


Е. moot FFB-Y | oen со C884 
<a * For FG burs (21.6) ® Clean Head System 
a j * Push Button Chuck 1 
ce e Max Speed: 40.000 min 


- «oot. NRS2-Y onoer cove C549 

" ^ e 10:1 Reduction • For CA burs (22.35) 
wa e Clean Head System ® Push Button Chuck 
» e Max Speed: 3,000 тп”! 


Heads for Prophylaxis Application 


move. AR-Y (S) оғоғнсооє C187 
* For screw-in cups and brushes 
* Max Speed: 5.000 min’ 


€ move. AR-Y (К) оғоєа cove C188 
» For snap-on cups 
• Max Speed: 5.000 min: 


х. move. EVA-Y | ost соғ C235 
• For Eva ‘ips 
* Varical Reciprocating 
{Stroke Length 1.4mmj 
e Max Speed: 10,000 min: Î 


Heads for Endodontic Application 


a ce 


\ 


Shanks 


کے 


© 


FPB-Y, FFB-Y. NRS2-Y, AR-Y (S). AR-Y (К). EVA-Y, MP-Y. МРА-Ү, MPAS-Y, TEP-Y, 
ЕС-30М. ER4M, ER10M, ER16M and ER64M can be washed in the thermodieinfector. 


nove. MP-Y оғо со C547 
e Minature Head ® Push Button Chuck 
• Max Speed: 20,000 min7 


mone. MPA-Y — onver cone C548 

® Connection lor Apex locator (For long shank) 
e Miniature Head * Push Button Chuck 

e Max Speed: 20.000 min”! 


«onc. MPAS-Y  oaner cone C882 

* Connection for Apex locator (For short shank} 
* Miniature Head ® Push Button Chuck 

• Max Speed: 20,000 min: 1 


move. TEQ-Y onner соо С849001 
* 80° Twist ® For engine [iles (22.35) 
® Push Button Chuck ® Max Speed: 4,090 mir 


move. ТЕР-Ү onvencone C837001 
* 60° Twist ® For hand files 
* Push Button Chuck ® Max Speed: 4,000 mit 


move. EC-30 
move. EC-30M 
e 1:1 Direct Drive 


order cone C100008 
orven cove C1 00007 


move. ER4 
move. ER4M 
° 4:1 Reduction 


oroen cone C634 
oroen cove C634002 


move. ER10 
move. ER10M 
* 10:1 Reduction 


oroen cove C635 
oRDER coo C635002 


move. ER16 orner cone C636 
moos. ER16M  onvencone C636002 
* 16:1 Reduction 

move. 4 onon coos C637 
move. ER64M оғоєя cove C637002 
* 64:1 Reduction 


Autoclavable 
ир to 135°C. 


EX Series Handpieces 


For General Application 
1:1 Direct Drive 


= 
T | море FPB-EC © ontvencove Y110158 





move. FPB-ECM оғоєя coo Y110168 


e For CA burs [02.35] * Clean Head System e Push Buton Chuck 
* Ball Bearing * Max Speed: 40.000 min! 





| ый move. NAC-EC — оноеясосе Y110148 


* For CA burs (02.35) * Latch type 
e Max Speed: 30,000 min’ ` 





mone. BB-EC  هممعم ممم‎ 9 


e For CA burs [92.35] ® Latch type 
* Ball Bearing • Max Speed: 40.000 min’ ` 


For Prophylaxis Application 
4:1 Reduction 


E моон. AR-ER4 (S) — onner cone Y110140 


[Ж] mone. AR-ER4M (S) оноеясосе Y110181 


* For screw-in cups and brushes e 360° Rolation 
e Max Speed: 5.000 min ! 


ж 
s 


Ly p 
Ame 1 t 
move. EVA-ER4 omxscox Ү110141 
[X) море EVA-ER4M oven ممم‎ 2 


* For Eva tips. • Vertical Reciprocating (Stroke Length 1.4mmi 
e Max Speed: 10.000 nin’! 


External Water Spray Non-Optic 


For Endodontic Application 
64:1 Reduction 


\ и” а 
| move. MP-ER64 — oaven cons Y110142 
c CR) move. MP-ER64M oroen cox Y110183 
e Mineure Head ® For eng ne fies © 36C° Rotation 
e Push. Burton Chuc« ® Max Speed: 300 min7" 
T 
uium ые" 
Mur rss 
— CO 
Ф к — 
[ < wove. MPA-ER64 oroen cone Y110144 
| move. MPA-ER64M oroen ممم‎ 4 
te >= 


* Connection їс” Apex localor (Lorg shank files} 
* Minialure Head * For engine fles ® 360° Rolalica 
e Push Button Chuck Max Speed: 300 mir" 1 


ar 


ر 
V — poo MPAS-ER64 ^ oxxcox Ү110146‏ 


[X] move. MPAS-ER64M — оновясосе Y110185 


e Connecton for Apex locator (Short snark ‘lesi 
e Mın ature Head ® For ergine files e 360° Rotation 
* Push 3urca Chuc • Max Speed: 300 min! 


Qm 


10:1 Reduction 


7 m: у 
a 
= 
e وأ‎ move. TEP-ER10 ممه معممه‎ 5 


мов. TEP-ER10M oen cone Y 110187 


• For hand files ® 50° Twst ө Push Button Chuc« 
* Max Speed: 4.000 min” 


Straight Handpiece 
1:1 Direct Drive 





a pom mover. EX-6B oncer cove Н260001 
mone. EX-6BM oroen cove H260002 


* For HP burs (22.35) ® Clean Head System 
* Max Speed: 40,000 mir" ' 





Replacement Parts 





| wave. FPB-03 omvencove 0875060  : قفر‎ море. Spray Nozzle oroen cove С032701 
: e For NAC, ВВ, FPB. FFB, TEP ==} 


* Cartndoe for FPB 


B move. NAC-03 оғоєя cooc С030011 


ж, =“ Spray Nozzle oroen cove С039701 


move. FPB-02 оғоєя cooc 2 


e Middle Gear 


gy ML NAC-02 ororn cone C032012 


® Cartridge for МАС * For NM * Middle Gear 
Їй move. 88-03 oroencooe С037015 mone Spray Nozzle ояоея cove НО19711 
* Cartrdge fcr BB • For EX-6B 


ЕРВ-ЕСМ. AR-ER4M (S) and EVA-ER4M [135%] Autoclavabie 
Л сап be washed in the thermodisinfector. {54 | up to 138°C 
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NUX nano 


A New Generation of Micromotor 
as well balanced as an Аг Turbine 


NLX nano has been designed at minimum weight and size to improve the 
balance of instrument and motor in the hand of clinician, reducing fatigue during 
prolonged procedures. 

Despite its small size and light weight, the NLX nano is as powerful as 

our regular size micromotors while it offers wider range of speeds. Its 180? Vector 
Control assures smooth and stepless control over the entire speed range. 
Thanks to LED illumination, it now delivers 32,000 LUX*, 

natural daylight quality light and assures clearer vision, 

reducing fatigue during operation. 

Feel the premium quality of our NLX nano micromotor. 

That's NSK quality. 


*Figures by NSK laboratory 










Perfect Balance Wider clini icati 
X95L + NLX nano e ala | cal applications 

| } The balance of the motor and instrument NLX nano covers a wide speed range 

asiy combined has been dramatically improved and is compatible with your existing 

Waightea Point А re as the weight and size of NLX nano has optic and non-optic contra-angles. Combined 
жа been reduced drastically. with a wide range of contra-angles, it covers 
Air Turbine The overall length of instrument and NLX а speed range of 100 - 200,000 min7", to 
ج‎ nano micromotor are almcst the same as make it suitable for any applications. 
the length of air turbines and couplings. thus 





A enabling practitioners use contra-angles and == 5 
NLX nano micromotors just like the use of air | 100 1,000 2000 2500 10000 40000 200000 


X95L + NL400 ; turbines. | 
р | 


А | 


ee ч р. == 





МЕХпапо 2, Wate: sors, 


Electric Micromotor Upgrading System 
with Memory Program 
Speed : 2,000 - 40,000 min7", Torque : 3.4 Ncm 


мож NLX nano S230 (230V) orcos Y1001362 


Contents 
e NLX nanc U iCor:rc! Unit; e NLX naro Моо" ® МХ CD ‘Cod! 
e NLAC (AC Adaptor! 230% 

Specifications (Centre Unt} _ 
١ e Rated Input: АС 28V. 50/60 Hz 





j Output :°В\АС ا‎ 
| е Dimensions : W127 x D^49 x H54 immi | 
i e Weight { 51 ra 





" i- Оос 
Ai Max NL 400 ; ed Water Spray Al Max EL 400 чий Water Spray 























Electric Micromotor Upgrading System Electric Micromotor Upgrading System 
with Memory Program Speed : 1.000 - 40,000 min", Torque : 2.75 Nem 
Speed : 2,000 - 40,000 тіп-1, Torque : 3.4 Nem 
wove. EL400 5230ل‎ (230V) 

море. NL400 System (230V) оя со Y140937 
онон cove Y141131 = 70 
Conters оа" © 9 Contents Tr 
e NLADOU Contro. Unit) • ELZOQU :Cont'ol grit) м 
e T-Max №203 MC Moori \ " e TIMAO ل‎ Лото 
e T-Max М.С CD (Cordi є Ew d * FLAOC-CO ‘Cord s 
e NL AC АС Абарот 236 e ELAC (АС Адарог 230V Hb cc ыы 
Sec“ ications {Согто! Unit; Specificati" `8 iControl иги; 
| • Rated ‘при АС 28V X c/o 1-2 | e Rated Inout: E VAC 50/60 ) Hz 
` e Qautout 15 VAC • Ошол 2 VDC 
| e Diversions : W127 x 0149 x 454 mmi | i eDmenscors : We 13 x 2140 x Наб imm: 
| e Weight :51/@ | e Wegh: : 4209 | 

5 Internal Water Spray 

j 1- Мах MAUB Compatible with Bien- Air? мсз® 

Easy to connect to Віеп-Аіг® 4VLM and 4VR 400 hoses 8 


(LED мора 14408 LED ممه‎ coor E1039 


( | | Beet... Qut ای‎ | 
Let = MS" Optic move. M40B  oercooe E286 
— Non-Optic мое. M40BN оосо E341 





T i-Max MAU (LED (LED) Internal Water Spray 


Easy to connect to Bien-Air® 4VLM and 4VR 400 hoses 


- سم 
JO Bien-Air® aA» -a‏ |( 


4VLM / 29 400 
(Made by Ben. Air Dental S.A) 


ED) wove. M40 LED orco E1033 
мб. MODEL M40 naven cooe E317 
move. M40N nar coo E338 





ШААСЫ ıs not permitted to be imported nto sold andor used in the flowing curtes due 1:: a овгат гезійсїсп Gormaay France, Austria, Switzerland. Нам, Denmark and Lechtenstein. 
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Electric Micromotor Integrated Systems 


NUX Nano pA Water Spray LED 


Electric Micromotor Integrated System 


Speed : 1,000 - 40,000 min! 
Torque : 3.4 Ncm 





NLX plus pai Water Spray «E 


Electric Micromotor Integrated System 
with Endo Function featuring Torque Control and Auto Reverse 


Speed : 100 - 40,000 min"! 
Torque : 4.0 Ncm 





T р -M ax М L 400 mg Water Spray 


Electric Micromotor Integrated System 
| BRUSHLESS | 


Speed : 2,000 - 40,000 min! 
Torque : 3.4 Ncm 


TI -Мах EL 400 ed Water Spray 


Electric Micromotor Integrated System 


Speed : 1,000 - 40,000 min! 





* Piease contact NSK адел! for installation -rquiny 


Air Motors симсле micromotors 


Ti205L Optic Air Motor optic 
Internal Water Spray 


1:1 Direct Drive 





Optic move. Ti205L оосо M190 Q9 


• тета! Spray ©» . UX Couoling * Non Hetractioni Маме 
* Max Speed: 20.000 mn! 





15-205 Air Motors Non-Optic 
Internal Water Spray 







1:1 Direct Drive 


Non-Optic „ох. 18-205 М4 مس‎ M156 QS) 
* Midwest 4 ные ө Nca Rerractica Маче ® Max Speed: 20.090 ma? 


Non-Optic моо 15-205 B2/B3 окхясок M154 


e Boric’: 2 Ков e Non-Retraction valve e Max Speed: 22,000 mir! 


EX-203C Air Motors Non-Optic 
External Water Spray 






1:1 Direct Drive 


Non-Optic vox. EX-203C М4 oncercoue M195 (ОО; 


^O, 


eMidwost 4 Foe e Мах Зсево 20,000 mir’ - 


Non-Optic мо. EX-203C B2 засох M194 ©) 


* Bcraor 2 hole * Мах Speed: 22.006 mn Î 


EX-203C Air Motor Pack (Ex-203C«EX-6B«NAC-EC) Non-Optic 
External Water Spray 






1:1 Direct Drive 


Non-Optic wove EX-203C M4 Pack over coos Y160020 G9 


o 


e N'idwasl 4 hole 


Non-Optic оош EX-203C B2 pack cei сос Y160021 КУ 


e Border 2 hole 





Autoclavable 
$f | upto 138°C 


Varios 970 Optic / Non-Optic 


MULTI FUNCTION ULTRASONIC SCALER 


Optimum Clinical Versatility 


Varios 970 is a stand-alone device with two irrigation bottles. Varios 970 features the new NSK iPiezo engine offering you 
more effective treatment in all applications together with a wide range of tips. 

The Varios 970 LUX features twin LED lights, assuring generally clearer vision and allowing easier identification of calculus and 
plaque during oral hygiene and scaling procedures. 


Advantages 


e All-in - Stylish compact all-in one unit for 
Periodontic, Endodontic, Scaling, MI applications 
and Implant maintenance 

® Stable vibration and power by newly developed 
iPiezo engine 

e Convenient large capacity bottles of 400ml each 
or different solutions with independent pumps 

٠ Excellent illumination of the treatment area is 
guaranteed by the twin LEDs guided through 
twin glass rods 





Powered by 
іГіего engine 





Varios 970 Complete Sets 


Optic Varios 970 Optic Complete Set Specifications 
' moe. VA970 LUX (230V) спосо Y1001168 | * Power Suopiy : AC 230V 50/60 Hz 
ھا‎ А и | e Frequency : 28-32 KH7 


‚ * Max. output 1* W iG mode} 
; e Dimensions : W16C x D260 x НВО imm) 


| mone. VA970 (230V) ояевсок \1001175 | e Unil weight : 2.2 «g | 
жа м e Bottle volume : 400 mL ‘x 2 bottles} ; 
i E 7 9 Contents | i 


e Conirol unt e Handpiece ® Handpiece cord ® 3 Scaling “ins (G4, GE, G8) ® Foot control {ЕС-70] 
e 2 xlrzation Bottles € З x Тр replace™en: wrench wh oqe niter e AC Power cord ® Sterilzat'on case 


Non-Optic Varios 970 Non-Optic Complete Set 








Well balanced, slim and lightweight handpiece 


With using the slimmest handpiece excellent accessibility and high visibility are 
ensured, offenng comfortable use. 
The handpiece can be repeatedly autoclaved up to 135°C. 





Competitor A 


slimmest and lightest 5 


99.5 mm | — 


о — МК Varios2 Lux " M 


Optic Handpiece VA2-LUX НР 






Non-Optic Handpiece VA2-IIP 


NSK LED delivers natural daylight quality light bringing significant 
advantages to the way you work. 
Clarity : LEDs generate natural daylight quality light which assures clearer vision when compared 
i to halogen light. 
Durability : LED light sources are longer lasting and more durable than halogen bulbs. 


жаз of Nov.2009 





Features 


® Easily changeable solution bottles 

® Designed for easy on site maintenance 

e Touch control mode indicator Endo, Perio, General Mode 
e Clear power display for 10 power and irrigation flow setting 


e Easy to use memory function to store user settings D EP 
e Touch control irrigation status selection. Choose between dry, bottled water and bad 
external water - 


* Dual water adjustment controls for bottled or external water 


Large LCD Display 
All operating parameters are 
Clearly displayed on the large 
LCD display controlled by 

k easily recognizable buttons. 


Auto Cleaning Mode 360° Foot Control 


The Auto Cleaning Mode flushes 
the tubing, handpiece and tips at 
the push of a button after the use 
of special solutions, active Varios 
970 auto cleaning mode to wash 
2 water channels independently. 


Sterilization Case 


The handpiece, tips and م‎ 
wrenches can oe sterilized 
together for your convenience 





New Varios 970 fool control 
can be easily operated ‘rom 
any angle. 





Varios 170 . „о LED 


INTEGRATED MULTI FUNCTION ULTRASONIC SCALER 


The Smallest Module for Easy Integration into 
Any Туре of Dental Unit 


Varios 179 is the world's smallest ouili- г optic control mocule". 

It ‘eatures the new NSK iPiczo ergine which ersures staole power cutout al to imes. Tre rew simmer and ехтетеу 
igntwolgh: ^ancpiece wil win LED is easily adaed to the existing handpiece aclivery urit ano is cor*rolled via the existing 
foot contro . 


as of Nov. 2009 


Powered by 


irie2o engine 





Sterilization Case 


qne гагаресе ° 





Varios 170 Complete Sets 
CPs Ae یک‎ pw x — cec. Varios 170 Optic Complete Set 
| son VATZOLUXSI осон Y1001351 






3 
- Non-Optic Varios 170 Non-Optic Complete Set 
| voci  VA170S1 оное сое Y1001352 

САЯ ERE 


x р se 
Rea 





NSK Offers A Wide Choice of Varios Ultrasonic Scaler 


Tips for Clinical Applications. 





Restorative 











/ 
` 
wj 
= 
Ёз 
= 
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Varios2 / Varios Ultrasonic Scaler Tips sero su 


Varios Ultrasonic Scaler Tips 


? ر‎ NE Bu oroen oo 2217101 


mova. G2 omn coc 2217102 
0 / — Le мора. G3 on cove 2217103 
9 аве СМ, moo G4 оноєнсосє 2217104 


T NEN мое. P2D omen coc 2217402 
(From above} 


er f= X косса. РЗО cres cooe 2217403 
(From above) 


* Diamond coated ® Left curved tip 





° = 





P اسه‎ EN woo. P21R сееп core 2217422 








{Fram above) 
_ Plt cued to l——————————————————— 
é SS wove. P21L once cove 2217421 
{From above} 
es, pci a ee 
—— 7 
| — moce P25R oroen cove 7217424 
(From above! \ 
I المي ف‎ E sopa 
C m 2s коса. P25L окенсо 7217425 
(From above) 





Л Washable in the 135%] Auteclavable 
IN) theemodisintector |! |] up to 135°C 


Varios Ultrasonic Scaler Tips 


] Г ^^ моон E4  omxncox 2217428 





— 


/ ae море E7  onpencooe 7217307 
gum 
] S AN move E4D onnen cove 2217528 


‚5 Water not required. ‚5 Removal ot filing and foreign material — 


* Diamond coated • For root canal enlargement 


/ حر‎ o моє. E7D open coor 2217317 
_.2 Diamond coated • For root canal enlargement ——— لمم م م ل‎ „.5 Diamond coated • Enlargement of root canal wall В 
bim voa E5 оғо соғ 2217305 | 


* Water not required ө Lateral condensation 


* Water not required ө » Removal of filing and foreign material _ 


fe море, EB октоо 2217308 
| 
- №... мова. EG  osxacoo 2217306 


e Water not required * Lateral condensation 


/ ro моон. EBD ower cove 7217318 
ow 
S: woon E15D оов coe 2217319 


* E Tip Replacement Wrench (optional) is required to use E5 / EB / E7 /ЕТО / ЕВ / مقع‎ 


if > 


мора, U files 33mm / #15 onver cove Y900062 
———— Ó— Á— ГУ олуг OOS, 
| í 85 S 


мора U files 33mm / #20 onem cove Y900063 


* Fle в ороого 


moon. E11 оғоғясоє 2217031 


moe. E12 oven cone 2217032 

* Fle is optional 

* For U files (Shand dia : 0.8mm) ® For root canal cleaning * For posterior teeth 
Each pack of E11. E12, or V30 includes 1 x € Tip replacement wrench. 


мора. U files 33mm / #25 оғо сосе Y900064 


* Pack of 6 • 150 20 
Replacement wrench is no included when ordering other tips. 


» Раск 016 • 150 25 
Please order the replacement wrench separately т this Instance. 


nobe U files 33mm / #30 0506 ممه‎ 5 


+ Pack ofl 6 ٠ ISO 30 
Varios Ultrasonic Scaler Tips 


мора. U files 33mm / #35 onver сос Y900066 


• Pack of 6 • ISO 35 
| “= CN icu, си 201108 


Retrograde Endo 


— مم‎ € 
мож. E31D ore coo: 2217210 
qessqaessoscotocetutooevessoesostcesopceoseeuseossecaovecleqsuesedeóstessbuseeeveoatóctt^etonuvéstódeteoneasstatssóósteóoseaetn * Diamond coated .*, For anterior and posterior teeth go 
Ї S ^N woon ЕЗОЦО опот cove 2217213 


| 14 = ~ woos. E32D оов cove 2217211 
2 Diamond coated * For posterior teeth (ей а)... ممعم ممم‎ —— 


x 





Varios Wrenct 






Spare Parts 


ty 30 
D ж 
ba PEP x, 


woos. Е Tip Replacement Wrench owes сос 2217399 


Washable in the 


Autoclavable 
thermodisintector up to 135°C 
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Varios2 / Varios V- 11808. sue 


nope. V30 order cove 2217030 

Each pack of E11, E12. or УЗО nctudes 1 x Е Tip replacement wrench. 
Replacement wrench is no included when ordering other tips. 

Please order the replacement wrench separately in this instance. 








Varios Ultrasonic Scaler Tips = Restorative (For Minimal Intervention) 
eos[ حه‎ e V-G70 охоо 1900118 «га. ~— ово V-G75 oven cove Y900121 
is do oo oe اج ووس‎ tian oi 3 يدك‎ сов ес E RERO. E O ل‎ A 

1.5 
ТФ e= woe V-G71 оосо 9 u س‎ = V-G76 oen cox. 2 
* Diamond coated * Pack of 3 * Diamond coated • Pack of 3 


[ei @====ә == V-G72 oven cove 900120 
* Diamond coated * Pack of 3 





Varios Ultrasonic Scaler Tips F sstorative (For Finishin 
4.5 4.5 
o 1.2 [ MM <A х= V-G77 слое ممم‎ 5 °12] = RE) = V-G79 оен ооо Y900167 
e castes nae ا ا‎ GEG e BARI эе е Sct: tp Dae see nomme OD E NS 
45 
mc ERE] mon. V-G7B onver cove 6 
аў ык E © Diémond costed! 78 Огде 27515 
Varios Ultrasonic Scaler Tips E Restorative (For Caries of Dentin) 
09 26 
os gu Sa = ү-91 оошсо Y900161 208] ima — ÀJ woo V-S33 оное оо Y900163 
eames TE PAROI а «алев ТЕ «Paskola 
1. 
o| Чак ======== 'о=\-$3 ooo 1900162 
en nt эшш на процес الل‎ 
Varios Ultrasonic Scaler Tips E. Endodontics 
مو سد‎ V-S50 оғо سه 89 ممم‎ ë жоя V-S50D оное 900173 
* For root canal cleaning 17mm ® Pack of 3 * Diamond coaled • For root canal enlargement 17mm • Pack of 3 
——————— voe \/-551 conven core Y900170 ees ووو‎ V-S51D on cox: Y900174 
* For root сапа; cleaning 23mm * Pack of 3 * Diamond coated • For root canal enlargement 23mm ® Pack of 3 
—————=— عرو‎ V-S52 one يمن‎ 71 ree; ок \- $520 0005 coos Y900175 
* For root canal cleaning 26mm • Pack of 3 * Diamond coated * For rool canal enlargement 26mm * Pack of 3 
— +оо=\/-$53 005 come Y900172 — woe V-S53D orn one Y900176 


* For root canal cleaning 32mm ® Pack of 3 • Diamond costed • For root canal enlargement 32mm • Pack of à 





TITANIUM 








Tuta 


Air Scaler Tips for S950/A$2000 ١١ 






T а мов S1 onven cove 7252411 
* Universal Type 

Ге =m моо 52 онжнсоо 2252413 
Sickle Туре 

„== وسوس‎ wove. S3 X 06051056 2 


Т1-Мах S950 Air Scalers 





® Solid Titanium Body ® 3 level Power Ring 
* Frequency of oscillation : 6,200~6,450 Hz 
e Includes 3 tips (51. S2 & 53), Tip Wrench and Tip Cover 


NSK LED Couplings 
Optic моск 59501 caver cox 0 
e Circular Optic lluninatior. • Weight : 60 g 


Non-Optic мое S950 оке соо 9 


e Weight : 63 a 


LED) Kavo® LED Coupling 


Optic ove. S950KL осе cox 1 
e Circular Optic lliumination • Weight : 80 3 


a Coupling are optional 


* Frequency of oscillation : 6,100~6,600 Hz 
* Includes 3 tips (51, S2 & S3), Tip Wrench and Tip Cover 





Non-Optic move. AS2000 M4 оғоєсооє T698 
e For Midwest 4 Foie • Weight : 69 g 


Non-Optic move. 852000 82/83 oroen cove T697 
* For Border: 2/3 hole • Weight : 65 9 


„= Ра 


Air Scaler Tips ‘rS950/ 






ai ne 


| سر‎ Ne wove. S10 oroercooe 2252420 


Л * Universal Type Slim Line 


omen cove 2252441 
* Root Planing (Straight tip) 


| f = move. $219 oroen co 2252442 
٠ Root Planing (Right curved tip) 


moo 0 


Move, 5211 оғоєасо 2252443 
* Root Planing (Left curved tip) 


Washable inthe [195%] Autoctavable 
thermodisinfector 39] up to 135°C 
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Prophy-Mate neo 


AIR POWERED TOOTH POLISHING SYSTEM 





Enhanced Prcphy-Mate neo unites form and *unctionaity for easier use. 
Excellent weight balance and a lightweight, compact powder chamber 
make Prophy-Mate neo comfortable to hold, while the original NSK 
handpiece connection swivels 360° even under strong air pressure. 
Effortless operation shortens time for treatment of plague and stains. 
60° and 80° tips are available. 











FLASH DEQ [ CLEANING POWDER 


Sparkling Results Every Time A New Effective Cleaning System! 


FLASH pear. a clearing powaer for Prophy-Mate гео, is a A 
soherical particulae oowde* designed to roll smoothly over 
'coth surfaces and oenetra:e all corners for арс cleaning. 





A 


Plaque and Stains 


Ergo-Comfort Design 


Lightweight, compact design and 
well-considered weight balance 
enable easy handling for 
minimised hand and wrist fatigue. 
helping to ensure thorough 
treatment. 


Twin joints rotate smoothly 360° 
degrees for easy 

operability, responding flexibly 
to minute fingertip movements 
with effortless adjustment of 
the tip angle 


Simple One-touch 
Connection 


The Prophy-Mate neo is designed 
for a one-touch attachment to NSK 
couplings and other major coupling 
brands. The handpiece also can be 
attached to the powder case with 
one-touch operation. 


Improved Polishing Power 


With NSK original twin nozzies, 
greater polishing power is realized. 
With powerful jet, cleaning time is 
greatly shortened thus reduces 
treatment time. 





e C Easy Detachable Nozzles 


AN with 60° and 80° tips 
2 


Selectable 60° and 80° tips 

maximise the cleaning ability. 60° 
27 tip works especially well for 

e molar area and occluding surface 

and 80 tip for anterior tooth. 


**Do not wash the powder case or the powder case's cap in a therrno-disinfector. 


е 






” ع 


Las 
powder 
| smoothly over tooth surfaces 





„з Fate *. 4" 
FLASH pearl avoids зиЧасе 
damage 





Conventional 8i-Caroonate :s 
agressive 


Smooth, Easy 360° Swivel 


Spherical granules remove residues from every corner 






Conventional Sodium BECabo rate 


Fs 5 





Prophy-Mate neo Complete System 











NSK woo PMNG-PTL-P ою схеү135029 =). Ba. 
KaVo® „о PMNG-KV-P — croencove ¥195090 WTL Е S e 
Sirona yoo PMNG-SR-P omver coor Y135031 еи e Roin 
W&HÜ cc PIMNG-WH-P orn cone Y135032 ч: № M uot 
Віеп-діг® voos: PMNG-BA-P oroa cox Y135033 arg $^ 
M4 voce РММО-М4-Р оно со Y135034 1 

и EN Danat diro 
B2 woo PMNG-B2-P oroencoœx Y135035 Ve) {elre hardies: talasz 


© Couplings are optional 


Complete System Includes 

* Prophy-Mate neo Handpiece with 60° and 80° tips * Cleaning brush, wire and file 
* 5 pcs. x 15 g sachets of FLASH pear cleaning powder 

* Replacement nozzle head • Powder case cover ® Wrench for Replacing Nozzle 


The handpiece can be washed 


“35°с| Autoclavable 
in the thermoaisinfector USSU] up to 135°C 


Prophy-Mate neo Cleaning Powder 


моон FLASH pearl crota coor Y900693 





FLASH pearl (Bottle) cor^ coor Y900698‏ ددن 





ENDO-MATE TC e 


CORDLESS ENDODONTIC HANDPIECE 
WITH TORQUE CONTROL AND AU ITO REVERSE 





e Slim Head and neck assures higher visibility 
e Large LCD раге! and access-friendly key 

e Lightweight, ergoromic design 

e Smart Auc Reverse & Alarm Function 

* 5 programs fcr differen! file systems 

e Las: oroq am settings can be memorized 





• 99min. gue charge with non-contact type charger 


ENDO-MATE TC2 Complete Packs 


ENDO-MATE TC2 Complete Set 
море. ENDO-MATE TC2 (230V) оғо сх = Y1001027 


Contes 
*`/Р-Е1ЄГ Fes, e ENDO-MATE TO: 





Дош ө Battery Charger 


ENDO-MATE TC2 Complete MPAS Set 
море. ENDO-MATE TC2 MPAS )2301/( „ар ممم‎ 7 


Cartente 
e МПАЗ-: 168 mead e L'SDO-SATE ТОР Moor. ө Baller; Charges 





емоо-мАТЕ IC 2. „ ENDO-MATE ОТ ,.... 


e Mrriature Нега • For М-П files ie2.35; e Push Button Chuck 





© move. MP-F20R овоєя cove Y110044 | "г 
© voor MP-FIGR مم ممم‎ 6 а 

© ove. MP-F10R معدم‎ coos Y110048 | 
e 20:1 / 78:1 Reducticn [= ку 


ML >= 


ENDO-MATE DT Motor & Cord 





ENDO-MATE TC2 Molor 





О move. MPA-F20R ооа coos Y110045 
© voon MPA-F16R معدم‎ cove Y 7 

© ic^ fer Apex ocator ifor юга shank | 
a Эт? үш اشوا سن‎ i MPA ard MPAS heads are equipped with built in probe ring 

‚ which erable to use your Apex locator with the ENDO-MATE 

TC2 & DT systems. By combining an Apex Locator witn NSK 
ENDO-MATE TC2 & DT, clinicians will be aole to perform 
more accurate root canal preparations. А! contra angle 
heads are autoclavable up to 135°C. 


Apex Locator Capability 











` 2 tyoes c fle nolders are available relevant to tre shank lergta cf tne 
Не seectec. 





О woo. MPAS-F20R  oevencooe Y110046 | | 1 
€ wove. MPAS-F16R owxacox Y110098 | MPA heed MPAS head 





| For ong shank а7 35 Fer snort shank @2.35 
^ k Н 4 7 
e Conneclion fer Apex .ocator (for shot shank) | а 


e 20:1 / 16:1 Reduction 
Atach the Apex Locator Monror oy moving t forvare 79 contact Ene file. 
Release oy томго away from the file. 








Е cons showr ceside each c' tne modeis гузх:аіеѕ ће 





© Gay = 16° Becaction 
© Navy = 101 Regueton 





| O Wie = 20:7 Seduction* 








«Fer ENDC-MATE D^ Only T" ees 585 





Two kinds of alarm sound for safer and Suitable for use with most major 
efficient treatment (For ENDO-MATE TC2 Only) brands of Ni-Ti files 


PO TED DAC 
0 








200 ~ 900 
ET mM 
- J= 330 _ 


100~ 450 20:1 0.4 - 4.0 








Preset Torque Level (96) 


The heads can be washed The heads are autoclavable 
in the thermodisinfector LD to 135°C 
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ENDO-MATE DT 


ENDO MICROMOTOR WITH TORQUE CONTROL AND AUTO REVERSE 


Ultra-slim & Compact Handpiece 







ENDO-MATE DT is smart enough to memorise exact 
speed and عي‎ at up 168 МЕТ files from all 






fe 
Е 
الود ل‎ 


x او‎ = 









DT Complete Set did - 
ATE DT (2300) жолоо Y141121 move ENDO-MATE DT МРАЗ Set (230V) e Y1001161 


Г Comerits 
e Control unit. * Moter and cord • AC adaptor e Contrai unit ® Motor and cord ® AC adaptor 
e MP-F2CR Рега 25 7› © Hardoiece stand e MPAS-F20R read {20:1} ® Hancpiece stard 


1 
| 
| Spe 0 1 
| 


Bou ————À ———M 
(i Power Burg" AC230V 50/6C Hz and Battery pack • Nu^'ber of Programs : 9 | 
` e Мах. Toraue : ? Nem faber using 20.1 head: e uro Gori JOUS use : 5h / AF idecenciag сл workleadi | 
|| e Soeed range : 106~73,000 min! Mita 20:1, 4-1. 

ЧА | e Dirrensions : 7792 x 0148 x H124 immi. e e de he 0 









7 гага 8 cord 929 


ө 
| Рех PRECISION APEX LOCATOR 


Instant, Accurate Measurements 


The new NSK Advanced Digital Apex Locator has been 
developed to accurately measure the length of canals in 
all conditions, including dry, wet and where blood is 
present. iPex guarantees security for canal interventions, 
and improves patient comfort, without exposure to 
radiation. The large high contrast LED display provides 
instant measurements. 


Monitoring the Canal Depth 


For integration into Endodontic instruments 
(ENDO-MATE DT / ENDO-MATE TC2 / Contra-angle) 


== e 


| ENDO-MATE DT ENDO-MATE TC2 — Contra-angle | 




















Large Display, Plus Audio Signals for Immediate Monitoring 





> Ready to start P Apical zone start At the apex » € Over.instrumentation 






woo. iPex omn coc Y141251 


Contents 
e Control unit e Probe e File clip {3 pcs; * Lip hock [3 pcs.) 
* Extension cord ® AAA manganese dry catteries :4 pcs.) 


Specifications 








* Power Supply  : for 1.5V AAA iLRO3 or НСЗ) batteries | 
! * Continuous use : Approx. 5C hours i 
i ө Dimensons : WBO x 080 x H95 ime} | 
| * Weight : Urit 1859 | 








Yario%urg 


INNOVATIVE ULTRASONIC SURGERY 
A POWERFUL ULTRASONIC SURGICAL SYSTEM WITH ILLUMINATION 





Applications 
e Bone surgery • Sinus lifts e Periodontal surgery € Endodontic surgery 


Lar io? Uf g Handpieces عضت‎ / Non-Optic 


Optic Handpiece for Sure, Safe Surgical Performance 


The VarioSurg handpiece employs more powerful NSK 
cellular optics to improve visibility of the target site. 
Surgical procedures are easier and stress free to help you 
provide more precise and efficient treatment. 

The VarioSurg handpiece can be autoclaved 





repeatedly up to 135°C and sterilized in 
the thermo-disinfector. 





di Vario? 9 ue 





vts море. VA-SG-HPSC carer cove Y141420 


Non-Optic sone. VA-SGN-HPSC ocen cour E377 


Lar io? Uf g Complete Sets Ос / Non-Optic 





Specifications 





Ор. 
VarioSurg Complete Set with Optic Handpiece 


move. VSRG 2301/1 (230V) oroencooe Y141396 


Contents 
• Contro! Unit. ® Optic Handpiece wth 2m cord 
e FC-51 Fact Contro. (IPX8 cereo) ® Stenlzation Cassette 
e Handp eco Sard e Irrigazion iube anc othe” accessor es 
* Basic-S Kit 

(56° 593, 505, SG6D. 5670. 5611 and Tip hoder: 


Non-Optic 
VarioSurg Complete Set with Non-Optic Handpiece 


моон. VSRG 2301/3 (230V) ممه‎ cove Y1001196 


Cortents 
e Control Unit. e Nor-Optic Hancpiece with 2m cod 
e FC-5* Foot Control 'IPX8 certified: € Sleiization Cassc-e 
e Handpiece Stand * Irrigalicn tude ага слег accessc'ies 
* Basic-S Kit 

(SG1. 563. $65. SG6D. SG7D, 5611 and Tio Роде" 








| э Dimensions 


Control Unit 

| ө Frequency ` 28-32 kHz 

| e Power Supply .AC230V 50/60 H7 
e Irrigalior Ром Rate : 10-85 mL / min { 
• Programs : SURG x 5, ENDO x 2, PERIOx 2. | 


: W268 x D230 x H103 imm; 





Foot Control (РХВ certified 
• Foo: Contre! Functions : Water Supply On / Off, 
Uttrascn с On / Off, Program Control Reverse / Forward 











Transport Case (Optional) = 


The NSK transport case can 
accommodate all VarioSurg 
components. 


м 


MODEL Transport Case oroen cove 30000119 











n Washable in the 135%] Autoclavable 
| thermodisinfector 34 J upto 135°C 38 


YarioFurg | Utrasonic Surgery Tips (TiN coating) 


море 561 onven cove 2305101 


1 4 * Docs mark 3mm and 6mm and 90m fron: lip 
Five toeth; 0.6mm thick 


mone. SG2R onven cove 2305102 


7 Right curved tip* • Three teeth; 0.6mm thick 


move. SGG  отоЕЯсос 7305109 
* Dots mark 3mm and 6mm ала 9mm from эр 
* Three teeth; 0.6mm thick 


move. 503 — omn cove 2305104 
* [пре sided edge spatula tic 


* Edge spatula tip 


move. 505 — omn сосє 2305106 
Rounded edge spatula пр 


Lûariour 9 Ultrasonic Surgery Tips (TIN coating) 


| ан move. 509  опоеясосЕ 2305110 
* Flat croular convex elevator * Angled al 90° 





STS „8010 onver cove 1 
نت‎ » * Flat acular convex elevalor э Angled at 135° 


١ wove. 5660 over عدم‎ 607 
* Averago dust size 63um 


move. SG7D oroen сосе 2305108 
* Average dust Size 63um 


море, SG14R oaven cove 2305122 


| / * Rghl curved to* * Five teeth; 0.6mm thick 


mone SG14L ороп cove 2305123 
* Left curved tp* © Five teeth; 0.6mm thick 


M мора. 5019 oen cove 2305135 
* Dot mark 3mm from tip € Five teeth: O.Bryn thick 


ж The direction of the tip's curve is defined by the tip's anterior view. 


Yario%urg Ultrasonic Surgery Tips (TIN coating) = 16-16 


move. 5017 onoencoce 2305132 


* 0.7mm thick 


move. SG18R ояоея cove 2305133 
e Right arglod рж ө 9 7mm thick 


move. SG18L oroen cove 2305134 
* Left anglea tip* ө 3.7mm thick 


ж The direction of the tip's angle is defined by the tip's anterior view. 


| | Sinus Membrane Tool 


море SG11 058068 cone 2305112 


* Cone compressor 


Lériofurg U 





move SG15A oroen cove 2305124 
* Diarneter of the مذ‎ end; 0.7mm 


море SG15B onven cove 2305125 


* Diameler of the tip ond; 1.3mm 





море. SG16A oven cove 2305128 


* Diameter; 2mm 


move. SG16B оноея cove 2305129 


e ameter: 2 6mm 


— м 
هم‎ “=< мора. P25R-S oroen cove 2305115 


(From above} * Right curved tip* 
L/áriofurg Ultrasonic Surgery Tips (Diamond coating) = 

1 LLL оов EORD-S oroen مم‎ 8 

А * For posterior teeth (righ! angleo} 

] mone. E3OLD-S oror cove 2305119 

* For posterior teeth (left angled) 





Scaling 


Perio (Root Planing) 


* Lett curved tip* 


Retrograde Endo 


? "t woe. 5310-5 oren cove 2305120 
4 * For anterior aria oas‘enor teeth (707 
моо. ES2D-S oroen cove 2305121 


Maintenance (V-Tip) 





/агіо?игд Ultrasonic Surgery Tips 


moon Basic-S Kit окен cove Y900687 


Ф I Contents 
X | * 501. SG3. 965. 5660, 5670 171 
_ / * Tip holder 


моон. Sinus Lift Kit oror co Y900689 


БА, рт Contents 
= 7 • 5С1. 553, 5660, 569. 5610, 1 


* Tip hoder 


Implant 
=? wove. Preparation Kit онон cove Y900774 
Contents 
# * SG15A, SG15B, SG16A, SG16B 
ج‎ 7 • Tip holder 


ж The direction of the бру curve є defined by the їр anterior view. 


mone V-P10 — onoen cooe Y900184 


XTip wrench is not included • Pack of 3 


ص | 





s мое Bone Cut Kit оноея cove Y900688 
Р Ф "> Contents 
x © 50 1. 5028. 55. SG2L. 5660 
€ = 7 * Tip holder 


woos. Endo-S Kit oroa cove Y900691 


Pon Contents 
d H * 61-5. EQORD-S EaCLD-S, 2310-5, 5 
| - / e To побег 


Washable inthe 135] Autoclavabie 
thermodisinfector $f J upto 135°C 


Surgic XT PIUS 


HIGH PERFORMANCE BRUSHLESS SURGICAL M'ROMOTOR SYSTEM 
WITH ACCURATE TORQUE CONTROL 


Intelligent & Intuitive 





Advantages 
e Wide motor speed range cf 200 - 40,000 min" ! 


* Powerful torque : 5 - 50 Nem 

* High power : 210 W 

• LigPtweight compact body reduces папа fatigue апо improves balance 
e Low noise, low vibration with minimal heat generation 

* Excellent durability 

* High torque accuracy 


- — — 


Surgic XT Plus 


Optic 





X-SG20L Optic Handpiece 


Surgic XT PIUS 


Non-Optic 








Transport Case (Optional) 


The NSK transport case can accommodate all 
Surgic XT Plus components as well as the 
optional sterilization cassette. 





Surgic XT Plus Optic Complete Set 
with X-SG20L Optic Handpiece 


чою. Surgic XT Plus OPT (230V) caper сосе \1001204 


Cortents 

* Control Unit with Advanced Harapiece Calitratior (АЯС: 
e Optic Microrrotor with 2 m Cord 

* FC-5* Foot Cortral 4PX8 cet? ed; 

* T-Max X-SG2CL Optic Нагоресе {20:1 Reduction: 

e Imgaton tuce {5 ocs.) and ether accessories 


Speaciicatons 





‚ Control Unit with АНС 
| eig Sua. Мах me. 2104 
| c Power Supply 
e Max, Pump Qa: 75 
• "odas : B Prograr s ! 
e Drvonsiczas DNZ88 x 0230 x F^ C3 imm 









| Micromotor 





e Мос’ Speec 200-4030 7^ 7 | 
e Light Power 25 OCE LUX | 
Foot Control | 


_ * Foot Control Farris : Seed Солто Coolant Contro, 


| Forward / Severse, Program Отут 
* Speed Cortrol магар 











Surgic XT Plus Non-Optic Complete Set 
with S-Max SG20 Handpiece 


modet Surgic XT Plus NON-OPT (230V) معدعه‎ cone Y1001 207 


Contes 

e Control Une wth Advanced Handpece Caibraton АНС) 
* Nor Optic Micromotor with 2 m Cora 

e FC-51 Foot Control (IPX8 certified! 

e S-Max SG22 Jan^cpiece (2C: 1 Reduction: 


e ligation: tube i5 pos.) and other accassones 


Speci cations 

* Control Unit with АНС 
e к Cati Mee Кее: 27 
e Power Supply 
e Мах Pump ир 








; e Programs a Programs 

| e Dime iors W288 x D23€ x 120 ттт 
Micromotor 
e Motor Speed =l 
Foot Control 

j e Eea امات‎ улс Spead Cor tra etant Corteal, 










Fo a! Почте, Prox 












model Transport Case 
ORDER cove 30000119 


*The corzents shown г ihe trarsoc^ 
case аосме are sold separately. 





Replacement Parts 


MODEL Surgic XT Plus order сосе E295050 
Micromotor 





море. Surgic XT Plus order cone E290050 
Micromotor 


U Q 


море, Surgic XT Plus ordeR cope E295051 cr” % 
Micromotor Cord سس‎ 
em CE خخ‎ 


MODEL Irrigation Tube 


море! Surgic XT Plus oroen cope E290051 onon يوم‎ 3 
Micromotor Cord 


o ШШ 


e Pack at 5 


Im p lant Hand p IECES Optic / Non-Optic ° Sold Titanum Body • Celular Glass Optics 


Ti-Max X 





Optic мос X-SG20L oer со C1003 


20:1 Reduction • Titanium Body with Scratch Resistant DURACOAT 
* Cellular Glass Optics ® Push Button Chuck ® Sealed Head Design 
* Extemal and inlemal cooling (Kirschner and Meyer) 

• Max. Speed : 2,000 min’! 


Ti-Max X 





Optic коон X-SG25L معت‎ cooc C1011 


1:1 Direct Drive ٠ Titanium Body wth Scratch Resistant DURACOAT 
e Clean Head System ө Push Button Chuck 
e External cooling • Max. Speed : 40,000 min! 


Ti-Max X / 





fee 
| 


Optic ove. X-SG93L croen сос C1004 
Non-Optic моо X-SG93 — omen cone C1007 


1:3 Increasing • Ttanium Body with Scratch Res:stan! DURACOAT 
e Cellular Glass Optics (X-SG93L) * Clean Head System 
* Push Button Chuck ө Ехіета: cooling ® Max. Speed 120,000 mir’! 


Ti-Max X 


Straight Handpiece 





V 


Optic mona X-SG65L оғоясож H1009 


1:1 Direct Drive • Tilanium Body with Scratch Resistant DURACOAT 
* Cellular Glass Optics e Clean Head Syslem 

* For HP burs (92.35) ө For CA burs (92.35)* 

«Need to insert the supplied bur stopper 

• Ехіета! cooling • Max Speed: 40,000 min’! 


Implant Handpieces  won-optic 


SGM Series 


— go 
— => | sa 
5 моа SGM-ER16i omen cove ¥110126 
| мож SGM-ER20i over cove Y110127 
woo, SGM-ER32i. owen cove Y110128 
woo SGM-ER64i oven coor Ү110129 
256 : 1 “ove. SGM-ER258i оғоех ممم‎ 0 


e 56" Max Spead:t 200 min ^. 20:1 2 Max Speed: 1.000 mn 1 32:1 / Max Soeed 60 nin”! 
54:1 2 Max Soeod 306 ein", 256 ° / Max Speed: 7C min’ 


А =h A а 


e with wron tor Гапаресе attachment 
Optional Accessories : Internal Spray Nozzle, Imgation Tube Clamp. Y-Connector 


5:Max 5620 


мора SG20 ممه‎ C1010 


20:1 Reduction • Stainless Steei Body e Push Button Chuck 
* Extemal and intemal cooling (Kirschner and Meyer) 
* Sealed Head Design ® Max. Speed : 2.000 minî Í 


SGMS-ER20i 


with Depth Indicator 


20:1 move. SGMS-ER20i oroma cove Y110147 
• Мах Speec. 1,000 тп! 


e itt: two Depth Indicators. Wrench for Fangpeoce attachment, Auer 
Optional Accessories : Internal Spray Nozzle, Imgation Tube Clamp, Y-Connector 


SGQ-ER20h 


move. SGQ-ER20h oea ممم‎ 2 
20:1 Reduction * Max Spoed: 2,0CC mr! 


• with Wrench for handpiece attach ern: and Surgica ead Soray Nozzle 
Optional Accessories : Internal Spray Nozzle, Internal Spray Моге Clamp, Y-Connector 


‚—#{ {ш 


№ Washable іп the 135| Autoclavable 
thermodisinfector 355] up to 135°C 


Micro Surgery Handpieces 


Straight Handpieces جح‎ | —' 


од ы E Mu 


20' Angle Handpieces 
$ senes "usn 


Non-Optic 


Micro Saw Handpieces won-optic 


1.8mm Reciprocating 













= p— ux m SRE 
| 
17° Oscillating 
y* — n = 
س‎ 
3° Sagittal 
A س‎ = " 
له‎ —— 


move. SGS-ES -= . c H264 


1:1 Direct Drive e For sugea curs sl = 
e Twist chuck • Max Speed 27 I wr 7 


wove. 505-525 о==::*Н266 


1:2 Increasing • For surgical Ours 22 < 
e Twist chuck ® Max Speed: BOTOU = > 


move. SGA-ES orner coor H263 


1:1 Direct Drive • For surgical burs {22 ЗЕ 
* Twist chuck * Max Speed: 49.000 min 


move. SGA-E2S онкясо%* H265 


1:2 Increasing * For surgical burs (02.35) 
e Twis! chuck ® Max Speed: 8C,CCO mir! 


моск. SGR2-E caver cove SH162 


3:1 Reduction • Млн External Spray Nozzle 
e Мах : 12,600mmn !* 


mona. SGO2-E onver cove SH1 64 


3:1 Reduction * With Ехіета Spray Nozzle 
e Max : 12.800mn'! 


mone. SGT2-E ооп cons SH163 
3:1 Reduction • Vin Externa. Soray Nozzle 
e Max: 12,500mn* 


ж Mix SECO nhcwance at hazas 
@ 315328 a zoparataly 





SGR2-E Blades for Recipro ع-5602‎ Blades fof O 


move. SGO-1 оля cove Н174034 


e Bade lnic«ress 2:3 mm • гаје Сасе 


— мов. SGR-1 oren Y900072 q^ 

ديا Bags thickness 0.35 mm e Pack of *6 cages‏ * هلم 
Бом 2‏ 

woo SGR-2 orom co Y900073 in 

æ | © Blade thickness 0.35 mm e Pack of 19 bades = 


t 
30 * Blade tnic«ness 0.35 mm ө Fack of 10 blades ro 





move. SGO-2 onm cox H174044 


* Blade thick^ess С.3 mm e Sirgle сазе 


move. SGO-3 оно со H1 74031 


e Blade thick ines С.З ти: ® Sirge oade 





tt 83 
| 2 мора SGT-1 oroen со Y900075 2 
L ل ه22‎ * Blade thickness С.35 mm ® Pack cf 10 blades "i 
7 3 F 
е = мое SGT-2 omn cox Y900076 3 /\ 
— ж 1 * Blade IP ckness 0.35 ~^” ө Pack of 1C blades t bz 


mone. SGO-4 omen cox H174041 


* Blade I^ ckness С.3 ~m ® Sing e blade 


мора. SGO-5 oes cox H174032 


e lace thickress 0,35 туп в Singe blade 


мора. SGO-6 ooer coc H174042 


* ade thickpass 0.35 mm ө Sale blade 


Washable in the il Autoclavable 
thermodisintactor up to 135°C. 


ULTIMATE XL Series 


BRUSHLESS MICROMOTOR 


Experience Unprecedented 
Smoothness and Power 


The world’s leading laboratory micromotor has just got better. The ULTIMATE Series have 
evolved to run more smoothly and powerfully. 180° vector control system secures more 
efficient and stress free operation. The handpiece has a very innovative body shape 
being fully ergonomic and highly functional, which considerably reduces hand 
fatigue and makes it easier to work with on most delicate pieces and for an 
extended period of time. Experience the next-generation 
performance the ULTIMATE XL has to offer. 








Features 


* Ripple-free smooth rotation with 180° vector control system 

* Powerful and stable torque across the entire speed range 

* Easy-to-hold handpiece design ensures precision 

* Lightweight compact body reduces hand fatigue and improves balance 

* Unique dust-proof mechanism prevents contamination therefore 
achieving higher durability 

* Minimal vibration, and noise from hermetically shielded micromotor unit 

* Approximately 3096 increased chuck strength enables you to work on a 
wider variety of materials 


ULTIMATE XL Systems 





Torque ко. UMXL-GT (230V) 


Compact моо UMXL-GC (230V) 


Contents 


e Cortrol unt e Micromotor Handpiece ® Foot Control • Handpiece Sland 


ULTIMATE XL-D Systems 


E-type Micromotor & Cord 


* Speed : 1,000~50,000 min: ! 
* Max. Torque : 6.0 Nem 


ze 








omencoe Y141469 Specifications —  — ere 
Fo dd ` e Power Supoly : AC 230V 5060 | 
omen cove 0 * Weight : 28kg | 


e Dmonsicris — : W167 x 0247 x H77 irr; | 


* Max Torque {Torque Melo) : 8.7 Nom 
* Max Torque (Compact Motor) : 6.0 Nem 


Torque woos. UMXL-DT (230V) onoercooe Y141504 


Compact woo UMXL-DC (230V) оке cone Y141505 








Cortents 
• Сотто! unt ® Micromctor Чалорїәсе ө Foot Conl'al e Hanrdpiece Stano 
Specifications 
je Power Supply АС 230% Bec 44 Jı B.7 Nom 
® Wegh: : 33 وكا‎ * Max Torque [Comoact Mater: 50 Мот 
і 


eOmersions — : W81 x 2276 x 4230 immi 





Compact мое UMXL-KC (230V) — oen cox Y141496 


Contents 
e Control unil ® Місготоїог | 'ardpieco. ® Handpece Stanc 





* Max Torque Tonus Motor! : 8 7 Nem 
e Max Torcue (Compact Moor: 6.3 Nom 








i e Weight 
L * Dimensions 








море! UMXL-EM_ oroen coo E342 
* Dimersicns : L118 х 227 (mm). ө egal : 129 g ‘Cord nct nouded; e Cord Length : 1.2 ~ 
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VOLVERE 


тах CORELESS MOTOR 


Vmax offers unparalleled performance, controllability and durability. The stylish control unit can be placed 
either vertically or horizontally, or with an optional free-arm stand in a space-critical workplace. EMC 
(Electromagnetic Compatibility)-compliant coreless motor delivers excellent under-load speed stability, 
together with higher power efficiency and minimal bow and flutter. 






Slandard Micromolor 






Е-Туре Micromotor 


VOLVERE Vmax Complete Packs 
Standard носе Vmax35RV Pack (230V) —onven couse Y140868 


E-Type мос Vmax35VR-E Pack (230V) огол coo: Y140899 


ncludes VA-b لي‎ 


Contents 
* Control unit ® Micrornotor Handpiece * Foot control e Handpiece Stand 


Specifications 


| © Power Supoly AC 230V 50/80 Hz 
| ® Dimensions W95 x 0190 x H180 (mm) 
| e Weight 






M [ О CORELESS MOTOR 


MIO delivers unmatched cost-performance ratio to the budget-conscious. With a speed range of 3,000~35,000 
min" and powerful torque throughout the entire range, MIO inherits NSK's high-end micromotor technology. 


MIO Complete Packs 
Standard мое. MIO MR 230 (230V) onoen يمه‎ 4 


E-Type мое. МЮ E 230 (230V) onpen coos 5 


еол ANIRE 





Cortents 
* Contro! unit ® Місготоіог Handpiece * Foot centrol e Handpiece Stand 





Soec ‘ications 
Standard Micromotor E-Type Micromotor ] 
* Speed :3.000-35.000 min * Speed :3,000-35,000 тит! | 
eD-ersons : _143 х 224 (mm) e Dimensions :L//.2 x 224.5 irm) 
e Vioght : 191 g twthout cordi * Weigh! 19 و‎ (without coral | 


e Мах Torce : 3.7 Мот 





PRESTO AQUA LUX opi 


LUBE FREE AIR TURBINE HANDPIECE WITH 
LED AND WATER COOLANT SPRAY a 2B . 8 


PRESTO AQUA LUX Complete Set м 
move. PRESTO AQUA LUX (230V) ome sone Y1101151 

Contents | 

® PRESTO AQUA LUX Control unit e PRESTO AQUA LUX handpiece 

e PR-AQL Hose * Fool control (AFC-40) • Secondary hose for PRESTO ә 


e Handpiece stand • PRESTO AQUA LUX Сога (230%) ® AC Adaptor 8 F 





Soectications 
В лз у= © » 


• 320,000 тт 1 e Cooant waler spray * Вогедар water switching function _ = = 
e Spocial dust-orocf rrecnar'sm ® Lubncalion free 


Replacerrent Cartridge _ Alm иш 


E mone. PR-AQLO3 оке cove 11002250 • PRESTO AQUA -UX Cartdge 


PRESTO AQUA I a. 


LUBE FREE AIR TURBINE HANDPIECE WITH "А 
WATER SPRAY 3 | 











PRESTO AQUA I! Complete Set } eet 
мос. PRESTO AQUA | oso cons Y150023 é 


Contents — —— В? 
* PRESTO AQUA Il unit ٠ PRESTO AQUA handpiece • QD-J ВЗ coupling | к 
* Hose for PRESTO AQUA Il € Foot control (AFC-40} e Secondary hose for PRESTO 


Specifications 


X 





• 320.000 min! © Coolant water spray * Botlle/tap water switching function : 
* Special dust-proof mochanism ө Lubncation tree | 


| 





Replacemen: Carridge 57 move. PR-AQO3 oroercoce 7816016 • PRESTO AQUA Car-idge 


P R E STO AIR TURBINE HANDPIECE Turbine Adaptor TASO 


TASO air turbine adaptor allows you to quickly 
switch power source between air turbine 
handpiece and electric micromotor. 

Both handpieces are equally controllable 

with a single foot control or knee control. 


PRESTO II Complete Set 
move. PRESTO || оо cooc Y150022 


Contents 


® PRESTO Il unit 

e PRESTO Fanapiece 
* Hanopiece stand 

* Hose for PRESTO 

* Foot control [AFC-40) 





* Secondary hose for PRESTO { 
Specifications | у! 
ПРИРОДЕ РОО ТОРЕ : х сз 

* 420,000 min’! e Luprication төө | كي‎ к 


e Soecial dust-prcof mechanism 





moot. ТАБО osoen cove J375 
Rep acement Cartridge -% море РА-03 — oavencove 7815016 2 ٠ PRESTO Сага e Turbre adaplor e ¥475 x 0700 x НЗО imm: 


С Plus 


Quick and Thorough Maintenance 


AUTOMATIC HANDPIECE CLEANING & 
LUBRICATION SYSTEM 


Correct frequent maintenance of every handpiece is the key to handpiece performance and durability. NSK has 
designed Care3 Plus to automatically and correctly process all handpieces in under 2 minutes. Both high speed 
and low speed handpieces can be processed during the same cycle. Using Care3 Plus as part of your daily 
maintenance routine ensures prolonged life of your valuable handpieces 





Care3 Plus Complete Packs 


e м ч @ a 2 > 


Single Rotation port 
+ Dual Standard ports 


Care3 Plus C1 Type (230V)‏ دمت 
оея cove Y141204‏ 








Rotation Port || Standard Port || Standard Port 


Dual Rotation ports 





= E E bs T д? А 
+ Single Standard port A ә t 
woo Care’ Plus C2 Туре (230) — * > 8 
onn مممه‎ 205 Rotation Port } Rotation “Standard Ро 
Contents ® Care3 Plus unt * Power cord w tr L-shapeo pug 


e Maintenance cil (° Litre} e Oi reoiensh (опто! with filer 
a МЫ fiter set e Oil absorber sheet * Air tube e Air fiter 


Features 


* A fail safe maintenance solution 

* Filtered air for handpiece rotation 

* Disposable mist filtration system 

* Solution level indicator 

* Easily cleanable 

e Аг activation to flush out all residual solution 


Refill Maintenance Oil ® 
[od 
% | Maintenance Oil - 
> Z016117 — 
~ 
4 3 » 1 Lite 
Г ~~ 


Care3 Plus Adaptors 







* For All Brands E-Type* 


E-Type Adaptor* o 2280035 ic^ments 








& E-Type LU. 
PTL Adaptor Zo57010 canoe 
B2/M4 Adaptor T904 bgt nhl he bat 
vona. KV Adaptor 2257008 — Шы م‎ 
moos. SR Adaptor 2257023 
моое WH Adaptor 2257021 
wot ВА Adaptor* 2280022 
коок. F-Type Adaptor* 2280042 





з For Caro3 Pius олу. Not applicable حاص‎ Carag. 
© Слеск wth the dealer fcr the adaptors to cunt other manufactures’ handpeces 
+ E-Type:Confornable to +503964 


PANA SPRAY Plus 





PANA SPRAY Plus is a specially formulated, highly effective general handpiece and air m 1 
motor lubricant. Frequent application of PANA SPRAY Plus will assure handpiece and air 4 8 
motor performance and durability. Apply PANA SPRAY Plus every time before autoclaving PANA ! 
any handpiece or air motor. SPRAYI 

UA) 

гэ. РАМА SPRAY Plus Package i 
море: Pana Spray Plus Package оло م00‎ 0 | 
e РАМА SPRAY Plug pack ol Ê 1 
move, Pana Spray Plus oroen cone 2182100 a | 
e cor bry & Low speed hanaoieces. and air motors A | 
#430 т. € AÀcohc-coctaineo ltr carl ® 7 





РАМА SPRAY Plus Nozzles © 


MODE. Phatelus Spray Nozzle orner cone P183090 


/ > 
| =>» الا‎ о. 






sand азо им zo аласт كا‎ 


Onze uk ты KE 
> 
= ; н море. KV Nozzle ORDER cone 2090051 
e For Kec АШИ Ux 
5 


«obe. SR Nozzle ornoen cope 2090052 


e For ron? Quick Coupling 


море: WH Nozzle oRpER сосе 2090054 


e For WAHÊ што Mics 


e Fer Bien A; IP nfi 


море: Phatelus Contra Spray Nozzle oroen cons M070090 
halek 37 vc heads 


de алшы ea عط‎ Ip نت‎ Pale as Saray Nozze 


в | 
«ж 

hic —— -< мора BA Nozzle ORDER cove 2090053 
PE 





EOM —- 4 BEEN море: E-Type Spray Nozzle canza сосе 2019090 


e For E-Type* shad ners 


р= а; = море: F-Type Spray Nozzle овон وده‎ 0 


* For ЕМС MATEZ TC2 / DI А 7&SKA YY zara heads 


«+ E-Type: Сопіогтабіе to 1503964. 


Multi Gauge / Single Gauge 


Measures handpiece tubing pressure. This includes drive air and water pressures. Where applicable it also measures 
exhaust air and coolant air. Midwest 4 hole and Borden 2/3 hole fittings are available. 





move. MG-4H ORDER cope Z1 0 MODEL SG-4H ORCER CODE 2327001 
eho Mawest 4 nce & LX Сорос -f e For Мела ¿acle & LX ошого 

море! MG-2/3H onnen cove 2109400 MODEL SG-2/3H onpea cove 2327002 
e Fer Baran 27/3 "cle e Fer Burman 23 “ое 


avo? ага М.А Тех UX are registered :тагівгтагхо of Капепрасл 8 Voigt Gre & Co. SrengÊ is a regsstered trademark of Sirona Dera Systems GmbH 
ман and Roto Quic« are دمع اكوم‎ treaerrarks of WAH Dentalwerx Burnoos Grad. Blea-Ar Ê ar Urix? are registere:i trademar«s of Gor -Air Cantal S.A. 
Sa:eocÓ is a registered tradernar« of Actaor SA. 





tne compa 








NSK United Kingdom Ltd 
(London, UK) 


NSK Europe GmbH 
(Frankfurt, Germany) 








© NSK Rus & CIS өн ач 
(Moscow, Russia) Pil 
Ed NSK Service Со, Ltd 
NSK France SAS нон € NSK Nakanishi Inc. 
(Paris, France) (Head Office / Factory) 
e e 
NSK Middle East NSK Shanghai Co, Ltd 
(Dubai, UAE) (Shanghai, China) 
© М5К Аза - 
NSK Dental Spain SA (Singepori o rr 


(Madrid, Spain) be x. bacon. 





Certificate 





Nakanishi Inc. 


отт тш. 








Operation and Daily Maintenance Guidë T 


NSK High Speed Air Turbine 


INSTALLATION 


Air Pressure: 
DO NOT exceed 2.5kg/cm? = 2.5bar = 0.25MPa (Coupling Type) 


DO NOT exceed 2.2kg/cm? = 2.2bar = 0.22МРа (B2/M4 Direct Туре) 

















ÁN May be different from other brand products , „AR GAUGE ` 
a a ee كوا تي"‎ PA 
x Remove moisture in the air | ‚б... 
- Always drain water from the air compressor. m c 
x Remove dust in the air . Е 
- Always use an air filter in the air hose. ae ee pF 


- 


LEM 





OPERATION 


SSS ووو‎ Shark x< Use a FRESH BUR. Do not use a bent, 
for Torque/Standard head worn or damaged bur. 


E. 









F 4 ١ For wrench type chuck, do not fasten 
ел the knob too tightly. 
О 4 short Shank 
for Miniature head а Do not overload. Observe a 
^, “Feather Touch Cutting Method” 
аў Insert the bur all the way ~~ for effective excavation. 
into the chuck until it stops. 
- чш 
LUBRICATION Жез . STERILIZATION 


LI 
ES * Use only a Special Oil os 5 к \ А Never use any chemical 
ва wu. Spray designed for air | wm Abre ل‎ | EK solution for sterilization. 
"4 “> turbine handpieces, NN разы 
- such as NSK's WW 4 | Never use ultrasonic bath. 
»سيا \ فت وة‎ : бә i x Brush off excess dirt and 
\ p ; Bn ess dirt an 
i ٠ For Coupling Type, NO wa „ wipe clean with alcohol 
use NSK's SPRAY NOZZLE a 27 soaked cloth. 
700 enclosed in the set box. << -- \ 
м x For M4/B2 Type, blow the — For Autoclaving: 


spray from the Drive Air Hole. ^ * Spray lubricate every 


ie time prior to autoclaving. 


LE: 


Spray for 2-3 seconds until the 
liquid comes out from the head 


і • Put the handpiece into 
for complete cleaning. 


а pouch and seal it 


completely. 
At least TWICE A DAY, and 


EVERYTIME BEFORE AUTOCLAVING. * Autoclave for 


(After morning session and evening session) 20min. at 121°C, 
or 15min. at 132°C. 









„апа even NSN copy 
product with similar 
packaging! 


Beware of fake NSK products imported by third parties. 
Please contact local authorized agent and its reliable sub-dealers 
for genuine NSK products with full after-sales services. 





www.nsk-inc.com 
All NSK products are ye 


MADE IN JAPAN Pita Asia " FLASH ваш! вав EAA: 


